Arginine plays an important role in cell division and the functioning of the immune system. We describe a novel method by which arginine can be identified using an artificial monolayer based on surface plasmon resonance (SPR). The affinity of arginine binding its recognition molecular was compared to that of lysine. In fabrication of an arginine sensing interface, a calix[4]crown ether monolayer was anchored onto a gold surface and then characterized by Fourier Transform infrared reflection absorption spectroscopy, atomic force microscopy, and cyclic voltammetry. The interaction between arginine and its host compound was investigated by SPR. The calix[4]crown ether was found to assemble as a monolayer on the gold surface. Recognition of calix[4]crown monolayer was assessed by the selective binding of arginine. Modification of the SPR chip with the calix[4]crown monolayer provides a reliable and simple experimental platform for investigation of arginine under aqueous conditions.
To the best of our knowledge, there is no study on arginine recognition with calixarene crown ether. We present a study on the molecular recognition capability of a combination of crown ether and calixarene function groups. A calix [4] crown ether derivative has previously been used as a protein linker [25, 26] ; the derivative forms a self-assembled monolayer (SAM) on the gold surface, and allows the captured protein to be tightly bound to the linker molecules. The major binding force could be attributed to the ionized amine groups of capture proteins, which bind to the crown moiety of the linker molecule via host-guest interactions. In addition, π-cation interactions between ionized groups of protein and calixarene may be involved in the protein immobilization. Oh et al. added extra positively charged arginines to a protein, and demonstrated that the interaction between the capture protein and the calixcrown derivative was increased [26] .
The purpose of our research is to develop a novel arginine-recognition interface by using an advanced and simple optical system in order to obtain highly sensitive and simple sensors. To achieve this goal, we employed an SPR system with a recognition interface in order to selectively identify arginine. A self-assembly technique was utilized to construct a well-characterized sensing layer, and then, the monolayer formation process was investigated using SPR spectroscopy. The characterization of the calixcrown ether SAM was monitored by using FT-infrared reflection absorption spectroscopy (FTIR-RAS), an atomic force microscopy (AFM) image, and electrochemical analysis. Interaction between arginine and calixcrown ether monolayer was observed. The change in the surface refractive index for different concentrations of arginine on the monolayer was calculated by simulating the SPR experimental data. Further, to evaluate the usability of calixcrown ether monolayer as an arginine recognition chip, its selective binding with arginine was compared to that with lysine on the basis of SPR results.
Experimental Section

Chemicals and Reagents
Calix [4] crown, one of calix [4] arene derivatives with a crown ether moiety, was purchased from Proteogen (Seoul, Korea) and used as a linker system for the recognition of arginine ( Figure 1A ). 
Formation and Characterization of Calixcrown Ether SAM
A microscope cover glass (18 mm × 18 mm × 0.15 mm, with a refractive index of 1.515, Matsunami, Japan) with a gold layer was used as the substrate for the formation of the calix [4] crown SAM. The gold film (thickness ≈ 50 nm) was deposited on the cover glass using a sputter coating system (E5000, Polaron Co., UK) under conditions of 2.0 × 10 −2 mbar and 20 mA for 135 s. The sputtered gold substrate was first rinsed with distilled water, then with methanol, and finally with acetone. The gold chip was softly dried in a nitrogen stream, and the chip was made ready for use. The calix [4] crown solution was prepared by the mixing chloroform and methanol in the volume ratio of 1:100 (v:v). The SAM was developed by immersing the gold chip in 0.1 mM calix [4] crown solution.
The immobilization process was monitored by using SPR spectroscopy. After immobilization, the sensor chip was rinsed with chloroform-methanol mixture solution (1:100, v:v) for 15 min, and then dried under N 2 stream. The calix [4] crown SAM was carefully characterized by cyclic voltammetry (CV), FTIR-RAS, and AFM. CV measurements were performed on a BAS-100B electrochemical analyzer (Bioanalytical Systems Inc., USA). The three-electrode system used consisted of a Ag/AgCl reference electrode with a filling solution of saturated KCl, a platinum coil as the auxiliary electrode, and gold as a working electrode with a scan rate of 50 mVs −1 . The FTIR-RAS spectra (Magma-IR TM 550, Nicolet, USA) were measured with a resolution of 2 cm −1 . The glazing angle was maintained at 80°, and a p-polarized IR beam was used as the light source. AFM images (SPM-LS, Park Scientific Instruments, USA) were collected in the non-contact tapping mode. The silicon nitride cantilevers had a nominal spring constant of about 0.067 Nm −1 . The scanning parameters were adjusted so that clear images were obtained. Clear images are important to observe the effects of the SAM on the deposited gold surface.
Recognition of Arginine on the Calix[4]Crown Monolayer
A home-made SPR system based on the traditional Kretschmann configuration was used; the system was described in our previous paper [13, 14] . Briefly, a laser diode (LD,  max = 675 nm) was used as the light source. The intensity of light reflected through the polarizer and the prism was measured using a photodiode detector (ANDO Electric Co. Ltd., AQ-1976, Kanagawa, Japan). The incident angle at the prism was varied using a motorized rotary stage and a controller (Suruga Seiki, D80, Shizuoka, Japan). The signal from the photodiode was converted through a signal process board (K-MAC Co., Spectra View 2000, Taejeon, Korea); and could be interfaced with a computer. The angle resolution of the SPR system that was determined by the resolution of the motorized rotary stage was 0.004°.
The sensor chip configuration is shown in Figure 1C . The gold chip modified by calix [4] crown was rinsed with PBS solution. Five different arginine solutions with concentrations in the range of 1.0 × 10 −7 to 1.0 × 10 −3 M were prepared in PBS. These solutions were injected into the cell, monitored by SPR, and rinsed with PBS solution to remove reversibly bound amino acid. To compare the recognition selectivity, lysine solutions were flowed onto the sensing monolayer using similar procedures. 
Results and Discussion
Characterization of Calix[4]Crown SAM
Calix [4] crown possessing a crown-ether moiety acts as a host cavity for amine groups on the protein surface. Previous studies [25, 26] have demonstrated that calix [4] crown bound protein molecules tightly, and that its self-assembled monolayer is a very efficient molecular linker system for immobilization of protein on a substrate surface without any loss of protein activity. To construct an arginine chip on a solid substrate, we prepared a calix [4] crown surface on a gold-coated cover glass. A typical FTIR-RAS spectra of calix [4] crown SAM on a gold surface is shown in Figure 2A . In particular, from ν (sp 2 C-O) stretching at 1209 cm −1 , the presence of the crown ether group on the gold surface was confirmed. The properties of the electrode modified with the calix [4] crown SAM can be estimated by subjecting the electrode to reductive desorption experiments. Figure 2B shows the reductive desorption peak of the calix [4] crown SAM on the gold electrode. This peak has been attributed to the reductive desorption of thiolated compounds that are chemisorbed on gold. Assuming that all thiolated compounds are reduced/oxidized in the CV experiments, the surface coverage can be determined from the CV measurements [27, 28] . After accounting for the surface roughness of the gold electrode, the surface coverage of calix [4] crown SAM was calculated to be 2.209 × 10 −10 mol cm −2 , which was consistent with the theoretical monolayer value (6.002 × 10 −10 mol cm −2 ) obtained using CS Chemdraw TM (Cambridgesoft Co., USA). These results suggest that the self-assembled calix [4] crown monolayer can provide favorable conditions that increase the detection resolution of arginine in aqueous solution. The AFM images show the surface geometry of a bare gold surface and the gold surface modified by calix [4] crown ( Figure 2C,D) . The bare gold surface showed a relatively larger sized domain comparing with the calix [4] crown surface, which was caused by the formation of a self-assembled monolayer of calix [4] crown molecules. From the combination of the results of FTIR-RAS, AFM, and CV, it is clear that calix [4] crown was immobilized as a dense monolayer. This engineered construction of an artificial recognition monolayer on the gold surface was ready to be fabricated as an arginine detection chip.
Recognition of Arginine on the Calix[4]Crown Monolayer
To compare the binding properties, arginine was placed on the surface of the chip modified with the calix [4] crown SAM. As the concentration of arginine increases, the SPR angle shifts that result from the molecular interaction between the calix [4] crown SAM and arginine gradually increases (Figure 3) . The interactions between lysine and calix [4] crown were monitored using the same procedure (data not shown).
The shift in the SPR angle corresponding to the increase in arginine and lysine concentrations from zero (buffer) to 1 × 10 −3 M is 0.11° and 0.054°, respectively. The higher SPR response for arginine one-site binding fitting showed that the binding constants for arginine and lysine are 1.63 × 10 −6 M (R 2 = 0.997) and 2.38 × 10 −6 M (R 2 = 0.998), respectively ( Figure 4 ). The binding of the calix [4] crown SAM to arginine may involve strong hydrogen bonding of the crown-like loop [26] . It is well known that calix [4] arene crown ether binds to and completely encapsulates the cation [29] . Gawley et al.
presented a possible mode of binding between crown ether and guanidinium, which shows the presence of several hydrogen bonds between the guanidinium and crown ether oxygens [30] . The detection limit for arginine was found to be 1.0 × 10 −7 M. The selectivity for arginine was greater than that for lysine. Compared to the conventional gas-phase method and chemosensor, this simple arginine detection system based on SPR is quite remarkable [9, 11] . SPR is a collective electron excitation that exists at the interface between two media with different dielectric constants. The dipole moment of a molecule is a factor that is measured for determining the charge distribution of the overall molecule; the formation of the calix [4] crown ionic complex with arginine and lysine affected the dipole moments. The higher sensitivity for arginine compared to that for lysine is because of the difference in their structures. The arginine structure has a -CNH 2 NH 2 + ( Figure 1B ) amine group. The presence of this group increases the polarizability of calixarene-arginine complex, which leads to a strong SPR response.
The dipole moment is closely related to the dielectric constant κ through the relation
where P is the total polarization of the sample, κ = ε/ε 0 (where ε and ε 0 are the permittivity of the material and the permittivity of vacuum, respectively), and E is the local electric field vector. Note that for optical frequencies, the dielectric constant is related to the refractive index n as follows:
Therefore, a variation in the dipole moments of arginine-or lysine-derived calix [4] crown SAM results in a variation in the dielectric constant, which consequently results in a distinct change in RI and greater SPR angle shifts (Equations 1 and 2).To further study the RI change on the sensor surface, the RI was determined through four-layer theoretical simulation using the Fresnel equation and SPR experimental data [28] . Table 1 represents the RI changes obtained through computer simulation when arginine was bound on the calix [4] crown SAM. It was observed that RI increased linearly with a gradual change in arginine concentration.
Conclusions
We have fabricated a simple arginine recognitional platform with a novel artificial calix [4] crown monolayer based on SPR spectroscopy. Calix [4] crown was immobilized on the gold surface and characterized by FTIR-RAS, AFM, and CV. Specific binding of arginine over lysine on this sensing interface is accessible based on the SPR detection system. This approach provides an efficient method for fabrication of a simple arginine detection system. The host-guest binding between calix [4] crown SAM and arginine facilitates the recognition of arginine in the concentration range of 1.0 × 10 −7 to 1.0 × 10 −4 M by using SPR. These experimental results will be useful for designing a simple and efficient arginine recognition interface.
Acknowledgement
We 
